
 
 

 

 

 

 

 

 

 
March 12, 2013 
 

ADDENDUM NUMBER 1 
TO INVITATION FOR BIDS (IFB) 

FOR LABORATORY AND CLINIC EQUIPMENT AND MEDICAL 
DEVICE MAINTENANCE, CALIBRATION, AND REPAIR SERVICES 

On February 5, 2013, the Los Angeles County Department of Public Health (DPH) released an 
IFB to solicit bids from qualified Bidders to award a single Contract to an organization that can 
provide Laboratory and Clinic Equipment and Medical Device Maintenance, Calibration, and 
Repair Services within DPH’s Public Health Laboratory and Community Health Services health 
centers.   

As indicated in the IFB, Paragraph 2.5 (Bidder’s Questions) questions and corresponding answers 
received by the 3:30 p.m. (PST) February 22, 2013 deadline are being issued as part of this 
Addendum, and are outlined below: 

 APPENDIX C, BIDDER’S PRICING SHEET 

Q1. Is it possible to receive specific Manufacturer and Model Number(s) for the Public Health 
Laboratory (PHL) equipment items and Community Health Services (CHS) medical 
equipment Items listed?  This would be beneficial for pricing purposes.   

 
A1. Pursuant to IFB Paragraph 1.5, County Rights and Responsibilities, the County may 

amend the IFB by written addendum.  This Addendum Number 1 amends and replaces 
in its entirety Appendix C (Bidder’s Pricing Sheet) which now includes the specific 
Manufacturer and Model Number(s) for the PHL equipment and CHS medical equipment 
items listed and other applicable changes therein.  Bidders are hereby advised that they 
must submit a Revised Appendix C (Bidder’s Pricing Sheet) with their bid by the bid 
submission due date pursuant to IFB Paragraph 2.3 (IFB Timetable).  Revised Appendix 
C (Bidder’s Pricing Sheet) is attached hereto, as Attachment 1. 

 
Addendum Number 1, and its applicable attachment, have been posted on the following County 
of Los Angeles website: 
 

http://publichealth.lacounty.gov/cg/index.htm 
 

Thank you for your interest in contracting with the County of Los Angeles.  Except for the 
revisions contained in Addendum Number 1, there are no other revisions to the IFB.  All other 
terms and conditions of the IFB remain in full force and effect. 
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ATTACHMENT NUMBER 1  
REVISED APPENDIX C – BIDDER’S PRICING SHEET 

TO ADDENDUM NUMBER 1  
 

FOR THE  
 

LABORATORY AND CLINIC EQUIPMENT AND MEDICAL 
DEVICE MAINTENANCE, CALIBRATION, AND REPAIR SERVICES IFB 



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet
Instructions Section

Appendix C - Bidder's Pricing Sheet (Instructions)

1)

2)

3)

4)

5)

1)

2)

3)

4)

5)

1)

2)

3)

4)

Attachment 1 is an informational document that provides Bidders with the specific items and location of each CHS Facility.

 Input Bidder's annual cost for each service item based upon the required service needs per year. 

 Input the required hourly rates. 

Bidder's Proposed Flat Rate Section

Bidder's Proposed Hourly Rate Section

Bidder's Proposed Flat Rate Section

 Input Bidder's estimated total annual cost.  Bidder's "estimated total annual cost," for PHL, should be  based on an 
estimated total hours of 15 hours for a 12 month period. 

Revised Attachment I - CHS Facility Location and Item Inventory

Input Bidder's Name.

Total Price Section

Revised Community Health Services (CHS) Price Sheet Section

Input Bidder's Name.

 Input Bidder's service cost per item listed.   

 Input Bidder's annual cost for each service item based upon the required service needs per year. 

Revised Public Health Laboratory (PHL) Price Sheet Section

Input Bidder's Name.

 Input Bidder's service cost per item listed.   

General Instructions:  Using the guideines below, please submit a completed Appendix C (Bidder's Pricing Sheet) with your bid.  
Bidder's Price Sheet must be based on a 12 month period.  All service costs (including flat and  hourly rates, etc.) proposed must be 
inclusive of all taxes; rates/fees; services (overall services, repair services, routine preventive maintenance and calibration services 
and parts, reports, schedules, risk management program plan, etc.) pursuant to Appendix B (Statement of Work);  applicable travel 
time; materials; supplies; salaries and employee benefits, and; subcontractor fees/costs, etc.     

Bidder's Proposed Hourly Rate Section

 Input Bidder's CHS Total Annual Flat Rate and Hourly Rate Estimated Total Annual Costs. 

Input Bidder's PHL and CHS Combined Total Annual Price.

 Input the required hourly rates. 

 Input Bidder's PHL Total Annual Flat Rate and Hourly Rate Estimated Total Annual Costs. 

 Input Bidder's estimated total annual cost.  Bidder's "estimated total annual cost," for CHS, should be based on an 
estimated total hours of 40 hours for a 12 month period. 



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet

Revised Appendix C - Revised PHL Price Sheet Page 1 of 4

BIDDER'S NAME:

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Bacti-cinerator McCormick Scientific IV IV 1 Electrical Test Only 1
Bacti-cinerator McCormick Scientific IV IV 1 Electrical Test Only 1
Bacti-cinerator McCormick Scientific IV IV 1 Electrical Test Only 1
Bacti-cinerator III Scientific Products B9750-1 1 Electrical Test Only 1
Bacti-cinerator III Scientific Products B9750-1 1 Electrical Test Only 1

5                    
Balance Denver Instrument APX-1502 1 Not Applicable 2
Balance Ohaus AV213 1 Not Applicable 2
Balance Ohaus PA1502 1 Not Applicable 2
Balance Mettler Toledo PL601-S 1 Not Applicable 2
Balance Sartorius B310S-OUR 1 Not Applicable 2
Balance Mettler Toledo AG204 1 Not Applicable 2
Balance Mettler Instruments PN1210 1 Not Applicable 2
Balance Mettler Toledo PB1502-S 1 Not Applicable 2
Balance Ohaus EP4102C 1 Not Applicable 2
Balance Ohaus Harvard 1 Not Applicable 2
Balance Ohaus SC2020 1 Not Applicable 2
Balance Mettler Instruments MS304S 1 Not Applicable 2

12                  
Centrifuge Eppendorf 5415D 1 Not Applicable 2
Centrifuge Eppendorf 5415D 1 Not Applicable 2
Centrifuge Eppendorf 5417R 1 Not Applicable 2
Centrifuge Sigma Diagnostics 4-15C 1 Not Applicable 2
Centrifuge Eppendorf 5415D 1 Not Applicable 2
Centrifuge Beckman Allegra 6 1 Not Applicable 2
Centrifuge Beckman Allegra 6 1 Not Applicable 2
Centrifuge Eppendorf 5415D 1 Not Applicable 2
Centrifuge Eppendorf 5415D 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Micro VWR Galaxy 16 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Micro USA Scientific Plastic S.D. None 1 Not Applicable 2
Centrifuge Mini Eppendorf 5415R 1 Not Applicable 2
Centrifuge Mini Labnet C1200 1 Not Applicable 2
Centrifuge Mini Labnet C1200 1 Not Applicable 2
Centrifuge Mini VWR Galaxy mini 1 Not Applicable 2
Centrifuge Mini VWR Galaxy mini 1 Not Applicable 2
Centrifuge Mini VWR Galaxy mini 1 Not Applicable 2
Centrifuge Mini ARGOS VS-100BN 1 Not Applicable 2
Centrifuge Mini ARGOS VS-100BN 1 Not Applicable 2
Centrifuge Mini ARGOS VS-100BN 1 Not Applicable 2
Centrifuge Mini VWR Galaxy mini 1 Not Applicable 2
Centrifuge Mini Eppendorf Mini Spin 1 Not Applicable 2
Centrifuge Refrigerated Beckman GS-6KR 1 Not Applicable 2
Centrifuge Refrigerated Sorvall RC2-B 1 Not Applicable 2
Centrifuge Refrigerated Eppendorf 5804R 1 Not Applicable 2
Centrifuge Refrigerated Eppendorf 5415R 1 Not Applicable 2
Centrifuge Refrigerated Beckman Allegra 64R 1 Not Applicable 2
Centrifuge Refrigerated IEC GP8R 1 Not Applicable 2
Centrifuge Refrigerated IEC GP8R 1 Not Applicable 2

34                  
Counter, Bacteria Colony American Optical 3330 1 Not Applicable 2
Counter, Bacteria Colony American Optical 3330 1 Not Applicable 2
Counter, Bacteria Colony LEICA 3325 1 Not Applicable 2

3                    
Decapper Greiner Bio-One 1 2

1                    
Heat block Fisher Scientific 11-718-2 1 Not Applicable 2
Heat block Fisher Scientific 11-718-6 1 Not Applicable 2
Heat block Fisher Scientific 11-718-6 1 Not Applicable 2
Heat block Fisher Scientific 11-718-6 1 Not Applicable 2
Heat block VWR 12621-088 1 Digital dry block 2
Heat block VWR 12621-088 1 Digital dry block 2
Heat block VWR 12621-088 1 Digital dry block 2
Heat block VWR 13259-011 1 Not Applicable 2
Heat block VWR 13259-052 1 Digital dry block 2
Heat block Fisher Scientific 11-718-2 1 Not Applicable 2
Heat block Fisher Scientific 11-718-6 1 Not Applicable 2
Heat block Labnet D1200 1 Dry Bath 2
Heat block Barnstead Thermolyne DB17615 1 Dry Bath 2
Heat block Fisher Scientific 11-718-2 1 Not Applicable 2
Heat block Gen-Probe 2775 1 Not Applicable 2
Heat block Gen-Probe 2775 1 Not Applicable 2
Heat block Gen-Probe DB59915 1 Dry Bath 2
Heat block Gen-Probe DB59915 1 Dry Bath 2
Heat block LabNet D1200 1 Dry Bath 2
Heat block Thermo Scientific 2002 1 Not Applicable 2

20                  

Total

Total

Total

PUBLIC HEALTH LABORATORIES (PHL)
BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

PHL Equipment Items

Total

Total

Total



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet

Revised Appendix C - Revised PHL Price Sheet Page 2 of 4

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Heat Module Pierce Chemical 18835 1 Not Applicable 2
Heat Module Pierce Chemical 18835 1 Not Applicable 2

2                    
Hood, Fume AirClean Systems AC632DB 1 Not Applicable 1
Hood, Fume AirClean Systems AC632DB 1 Not Applicable 1
Hood, Fume AirClean Systems AC632DB 1 Not Applicable 1
Hood, Fume AirClean Systems AC600 1 Not Applicable 1
Hood, Fume AirClean Systems AC600 1 Not Applicable 1
Hood, Fume AirClean Systems AC600 1 Not Applicable 1
Hood, Fume AirClean Systems AC600 1 Not Applicable 1
Hood, Fume AirClean Systems AC632DB-671 1 Not Applicable 1
Hood, Fume AirClean Systems AC632DB 1 Not Applicable 1
Hood, PCR CBS Scientific P-030-202 1 Not Applicable 1
Hood, PCR CBS Scientific P-030-202 1 Not Applicable 1
Hood, PCR CBS Scientific P-030-202 1 Not Applicable 1

12                  
Hot Plate Corning PC-300 1 Not Applicable 2
Hot Plate Corning PC-300 1 Not Applicable 2
Hot Plate Corning PC-300 1 Not Applicable 2
Hot Plate, stirrer Fisher Scientific Isotemp 1 Not Applicable 2
Hot Plate, stirrer Thermolyne SP18425 1 Not Applicable 2
Hot Plate, stirrer Thermolyne SP18425 1 Not Applicable 2
Hot Plate, stirrer Fisher Scientific 11-500-49SH 1 Not Applicable 2
Hot Plate, stirrer Fisher Scientific 310T 1 Not Applicable 2

8                    
Illuminator, UV UVP TL-33E 1 Not Applicable 2

1                    
Incubator Lab-Line 120 1 Not Applicable 2
Incubator VWR 1545 1 Not Applicable 2
Incubator VWR 1545 1 Not Applicable 2
Incubator VWR 1925 1 Not Applicable 2
Incubator VWR 1565B 1 Not Applicable 2
Incubator VWR 1565T 1 Not Applicable 2
Incubator Lab-Line 120 1 Not Applicable 2
Incubator Precision Scientific Thelco 2 1 Not Applicable 2
Incubator Precision Scientific Thelco 6M 1 Not Applicable 2
Incubator Sheldon R140 1 Not Applicable 2
Incubator Precision Scientific 31480 1 Not Applicable 2
Incubator Precision Scientific Thelco 6 1 Not Applicable 2
Incubator Precision Scientific Thelco 6 1 Not Applicable 2
Incubator VWR 2010 1 Not Applicable 2
Incubator VWR 35960-054 1 Not Applicable 2
Incubator Baxter J1450-1 1 Not Applicable 2
Incubator Lab-Line 120 1 Not Applicable 2
Incubator Lab-Line 203 1 Not Applicable 2
Incubator Thermo Fisher 818 1 Not Applicable 2
Incubator VWR 1545 1 Not Applicable 2
Incubator VWR 1545 1 Not Applicable 2
Incubator VWR 1925 1 Not Applicable 2
Incubator VWR 1925 1 Not Applicable 2
Incubator VWR 1555 1 Not Applicable 2
Incubator VWR 1555 1 Not Applicable 2
Incubator Yamato Scientific IC400 1 Not Applicable 2
Incubator, CO2 VWR 2350 - B 1 Not Applicable 2
Incubator, CO2 VWR 2350 - T 1 Not Applicable 2
Incubator, CO2 VWR 2450B 1 Not Applicable 2
Incubator, CO2 VWR 2450T 1 Not Applicable 2
Incubator, CO2 VWR 2475B 1 Not Applicable 2
Incubator, CO2 VWR 2475T 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2
Incubator, CO2 VWR 1927 1 Not Applicable 2

38                  
Lamp- UV Spectronics BEA-160 1 Not Applicable 1
Lamp- UV Spectronics BEA-160 1 Not Applicable 1

2                    
Media Dispenser Brewer Company 60453 1 Not Applicable 1
Media Dispenser Brewer Company 60480 1 Not Applicable 1
Media Dispenser Brewer Company 60480 1 Not Applicable 1
Media Dispenser Monostat 72-665-000 1 Not Applicable 1

4                    
Meter, pH Mettler Toledo MP230 1 Not Applicable 2
Meter, pH Corning M240 1 Not Applicable 2
Meter, pH Mettler Toledo Seven Multi 1 Not Applicable 2
Meter, pH Oakton Instruments 1100 1 Not Applicable 2

4                    
Mini Sub-Cell GT System Bio Rad 170-4487 1 Electrical Test Only 1
Mini Sub-Cell GT System Bio Rad 170-4487 1 Electrical Test Only 1
Mini Sub-Cell GT System Bio Rad Mini C 1 Electrical Test Only 1

3                    

Total

Total

Total

Total

Total

Total

Total

BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

PHL Equipment Items

PUBLIC HEALTH LABORATORIES (PHL)

Total

Total



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet

Revised Appendix C - Revised PHL Price Sheet Page 3 of 4

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Mixer, Maxi Mix Thermolyne M16700 1 Not Applicable 2
Mixer, Maxi Mix Thermolyne M16700 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M16715 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M16715 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M37615 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M37615 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR VM-3000 Mini 1 Not Applicable 2
Mixer,Vortex VWR VM-3000 Mini 1 Not Applicable 2
Mixer,Vortex VWR None 1 Not Applicable 2
Mixer,Vortex IKA-Works MS1-S1 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M16715 1 Not Applicable 2
Mixer,Vortex Velp Scientific F202A0175 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M16715 1 Not Applicable 2
Mixer,Vortex Curtin Matheson 215-434 1 Not Applicable 2
Mixer,Vortex Fisher Scientific 2215365 1 Not Applicable 2
Mixer,Vortex Fisher Scientific 2215365 1 Not Applicable 2
Mixer,Vortex VWR VM-3000 Mini 1 Not Applicable 2
Mixer,Vortex Fisher Scientific MS1-S1 1 Not Applicable 2
Mixer,Vortex Scientific Industries SI-0136 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex VWR MV1 1 Not Applicable 2
Mixer,Vortex Barnstead Thermolyne M16715 1 Not Applicable 2
Mixer,Vortex Fisher Scientific G-560 1 Not Applicable 2
Mixer,Vortex Fisher Scientific 2215365 1 Not Applicable 2
Mixer,Vortex IKA-Works MS1-S1 1 Not Applicable 2
Mixer,Vortex Scientific Industries G-560 1 Not Applicable 2
Mixer,Vortex Scientific Industries G-560 1 Not Applicable 2
Mixer,Vortex, Multi-Tube Fisher Scientific 02-215-450 1 Not Applicable 1
Mixer,Vortex, Multi-Tube Troemner VX01 1 Not Applicable 1
Mixer,Vortex, Multi-Tube Troemner VX01 1 Not Applicable 1
Mixer,Vortex, Multi-Tube VWR VX-2500 1 Not Applicable 1
Mixer,Vortex, Multi-Tube VWR VX-2500 1 Not Applicable 1

42                  
Oven, Microwave General Electric Domestic 1 Not Applicable 1

1                    
PCR System - ABI Applied Biosystems 9700 1 Electrical Test Only 1
PCR System - ABI Applied Biosystems 9700 1 Electrical Test Only 1
PCR System - ABI Applied Biosystems 9700 1 Electrical Test Only 1

3                    
Power Supply Bio Rad PAC 300 1 Electrical Test Only 1
Power Supply Bio Rad PAC 300 1 Electrical Test Only 1
Power Supply Bio Rad PAC 1000 1 Electrical Test Only 1

3                    
Pump, Peristaltic Cole Parmer 7520-40 1 Not Applicable 1
Pump, Vacuum GAST DOA-P704-AA 1 Not Applicable 1

2                    
Reader, Microplate Biotek Instruments ELX800 1 Not Applicable 2
Reader, Microplate Biotek Instruments ELX800 1 Not Applicable 2
Reader, Microplate Biotek Instruments ELX800 1 Not Applicable 2

3                    
Rocker, Tube Unico L-TTR200 1 Not Applicable 1

1                    
Rotator Boekel 260250 1 Not Applicable 2
Rotator SLT MPS-4 1 Not Applicable 2
Rotator Baxter R4140 1 Not Applicable 2
Rotator Fisher Scientific 341 1 Not Applicable 2
Rotator Fisher Scientific 341 1 Not Applicable 2

5                    
Sealer IDEXX 2X - Quantitray 1 Not Applicable 1
Sealer IDEXX -10894-04 - Quantit 1 Not Applicable 1

2                    
Shaker, Incubated Barnstead Thermolyne /Lab-Line Max Q 4000 1 Not Applicable 2
Shaker, Plate Lab-Line 4625 1 Not Applicable 2
Shaker, Plate Perkin-Elmer 1296-004 1 Not Applicable 2
Shaker, Plate Wallac 1296-002 1 Not Applicable 2
Shaker, Rotisserie Barnstead Thermolyne T4001100 1 Not Applicable 2

5                    
Stirrer Lab-Line Magnestir 1266 1 Not Applicable 2
Stirrer Thermolyne Nuova II 1 Not Applicable 2

2                    
Stomacher Seward Stomacher 400 1 Not Applicable 2
Stomacher Seward Stomacher 400 1 Not Applicable 2

2                    

Total

Total

Total

Total

Total

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

PHL Equipment Items

PUBLIC HEALTH LABORATORIES (PHL)

BIDDER'S PROPOSED FLAT RATE SECTION

Total

Total

Total

Total

Total

Total

Total



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet

Revised Appendix C - Revised PHL Price Sheet Page 4 of 4

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Stove, Table Top Frigidaire FEC4 1 Not Applicable 1
1                    

Sub-Cell GT DNA System Bio Rad DNA SubCell 1 Electrical Test Only 1
Sub-Cell GT DNA System Bio Rad DNA SubCell 1 Electrical Test Only 1

2                    
Turbidity Meter Dade Behring 5400-2479A 1 Not Applicable 1
Turbidity Meter Dade Behring 5400-2479A 1 Not Applicable 1

2                    
Ultrasonic Cleaner Cole-Parmer 8849-00 1 Not Applicable 1
Ultrasonic Cleaner Lab-Line 9303 GEN 1 Not Applicable 1

2                    
Warmer, Slide Premier XH-2001 1 Not Applicable 2
Warmer, Slide Premier XH-2001 1 Not Applicable 2
Warmer, Slide Premier XH-2001 1 Not Applicable 2

3                    
Washer, Glassware Labconco 4420411 1 Not Applicable 2
Washer, Microplate Biotek Instruments ELX 50 1 Not Applicable 2
Washer, Microplate Biotek Instruments ELX 50 1 Not Applicable 2
Washer, Microplate Biotek Instruments ELX 50 1 Not Applicable 2

4                    
Waterbath Lab-Line 18010 1 Not Applicable 2
Waterbath Precision Scientific 51221048 1 Not Applicable 2
Waterbath Precision Scientific 51221054 1 Not Applicable 2
Waterbath Fisher Scientific 202S 1 Not Applicable 2
Waterbath Fisher Scientific 202S 1 Not Applicable 2
Waterbath Fisher Scientific 205 1 Not Applicable 2
Waterbath Lab-Line Imperial III 18000 1 Not Applicable 2
Waterbath Lab-Line Imperial III 18000 1 Not Applicable 2
Waterbath Precision Scientific 51221052 1 Not Applicable 2
Waterbath GEN-Probe 303 GEN 1 Not Applicable 2
Waterbath Precision Scientific 51221052 1 Not Applicable 2
Waterbath VWR 1230 1 Not Applicable 2
Waterbath Lab-Line 18002A 1 Not Applicable 2
Waterbath Lab-Line 18002A 1 Not Applicable 2
Waterbath Lab-Line 18002A 1 Not Applicable 2
Waterbath Precision Scientific 51221048 1 Not Applicable 2
Waterbath Lab-Line 18002A 1 Not Applicable 2
Waterbath Lab-Line 18002A 1 Not Applicable 2
Waterbath Precision Scientific 180 1 Not Applicable 2
Waterbath VWR 1203 1 Not Applicable 2
Waterbath Lab-Line Aqua Bath 1 Not Applicable 2
Waterbath, Circulating Precision Scientific 260 1 Not Applicable 2
Waterbath, Circulating Precision Scientific 51221035 1 Not Applicable 2
Waterbath, Circulating Precision Scientific 51221035 1 Not Applicable 2
Waterbath, Shaker Precision Scientific 66799 1 Not Applicable 2
Waterbath, Shaker New Brunswick Innova 3100 1 Not Applicable 2

26                  

TOTAL 260                

Hourly Rate
(A)

Estimated 
Hours

(B)

15

15
15

Total

Total

Total

Total

Total

Total

PUBLIC HEALTH LABORATORIES (PHL)

BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

PHL Equipment Items

BIDDER'S PROPOSED HOURLY RATE SECTION

Total

EXCLUSIONS (response and/or service provided within 24 hours of notification to Contractor):

TOTAL

PHL Items listed above are housed at the Public Health Laboratory located at:
12750 Erickson Avenue

Downey, California  90242

Type of Hourly Rate

Estimated Total 
Annual Cost
(12 Months)

(AxB)

AS-NEEDED Repair Services (response and/or service performed within 24 hours of notification to Contractor):

EMERGENCY Repair Services (response and/or service provided within 4 hours of notification to Contractor):



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet
Community Health Services

Revised Appendix C - Revised CHS Price Sheet Page 1 of 3

BIDDER'S NAME:

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Audiometer Eckstein EB390MB 1 Not Applicable 2
Audiometer MAICO MA-25 1 Not Applicable 2
Audiometer MAICO MA-27 3 Not Applicable 2
Audiometer Welch Allyn AM232 3 Not Applicable 2

8                    

Centrifuge Becton Dickinson
Adams Compact II 

#0225; Other 1 Not Applicable 2
Centrifuge Becton Dickinson None 1 Not Applicable 2
Centrifuge Clay Adams Compact II 1 Not Applicable 2
Centrifuge IEC HNS II 3 Not Applicable 2
Centrifuge LW Scientific CXR 2 Not Applicable 2
Centrifuge LW Scientific U8TL-1 1 Not Applicable 2
Centrifuge LW Scientific Straight 8-3K 1 Not Applicable 2
Centrifuge Vanguard V6500 1 Not Applicable 2

11                  
Exam Light Phillips Burton WM50FL 1 Not Applicable 2
Exam Light Phillips Burton 152113 2 Not Applicable 2
Exam Light Phillips Burton C100110 1 Not Applicable 2
Exam Light Phillips Burton 2N20FL 2 Not Applicable 2

Exam Light Welch Allyn GSEXAM IV M344 5 Not Applicable 2
11                  

Exam Table Enochs Power 4000 1 Not Applicable 2
Exam Table Enochs 5252 2 Not Applicable 2
Exam Table Hamilton E-Series 1 Not Applicable 2

Exam Table Midmark Corp
05460/75 L 
061064800 1 Not Applicable 2

Exam Table Midmark Corp 75 L 2 Not Applicable 2
Exam Table Midmark Corp 604-001 13 Not Applicable 2
Exam Table Midmark Corp 104 Ritter 1 Not Applicable 2
Exam Table Midmark Corp 305 Ritter 2 Not Applicable 2
Exam Table Midmark Corp 300 Ritter 2 Not Applicable 2
Exam Table Midmark Corp 223 Ritter 2 Not Applicable 2

27                  
Freezer Sanyo SF-L6111W 10 Not Applicable 2
Freezer Sanyo HF-5017 7 Not Applicable 2
Freezer Sanyo None 6 Not Applicable 2
Freezer Revco ULT2330A19 1 Not Applicable 2
Freezer Whirlpool RT18DKXK203 1 Not Applicable 2

25                  
Incubator Boekel UL 61010-1 4 Not Applicable 2
Incubator Boekel 132000 1 Not Applicable 2
Incubator Boekel 13300 2 Not Applicable 2
Incubator Curtin Mathenson Scientific, Inc. C1574 1 Not Applicable 2
Incubator Sheldon MFG SHEL-LAB 1 Not Applicable 2
Incubator Thelco/Precision Scientific None 1 Not Applicable 2

10                  
Microscope Unknown None 1 Not Applicable 2
Microscope Unknown M-1 1 Not Applicable 2
Microscope ABCO None 1 Not Applicable 2
Microscope Allegiance M3000 1 Not Applicable 2
Microscope American Optical 10 1 Not Applicable 2
Microscope American Optical 1130 1 Not Applicable 2

Microscope American Optical/Seiler Instrument

Spencer 
1051/Micro LV X2 2 Not Applicable 2

Microscope Bausch & Lomb KHS 1 Not Applicable 2
Microscope Cambridge Instruments Galen 111 1 Not Applicable 2
Microscope Fisher Scientific None 1 Not Applicable 2
Microscope Micro Optics None 1 Not Applicable 2
Microscope Nikon LABOPHOT 1 Not Applicable 2
Microscope Olympus CX41RF 2 Not Applicable 2
Microscope Olympus V-DO3 1 Not Applicable 2
Microscope Olympus BH-2 1 Not Applicable 2
Microscope Olympus CH30 RF100 1 Not Applicable 2
Microscope Olympus None 1 Not Applicable 2
Microscope Seiler Instrutment MICROLUX 111 1 Not Applicable 2

20                  
Mixer AMES 4651 1 Not Applicable 2

1                    

Total

Total

COMMUNITY HEALTH SERVICES (CHS) 
BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

CHS Medical Equipment Items

Total

Total

Total

Total

Total

Total



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

REVISED Appendix C - Bidder's Pricing Sheet
Community Health Services

Revised Appendix C - Revised CHS Price Sheet Page 2 of 3

Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Refrigerator Danby DFF9102BLS 1 Not Applicable 2
Refrigerator Frigidaire GWRO4AAMWW 1 Not Applicable 2
Refrigerator Frigidaire MRT15CNEW 1 Not Applicable 2
Refrigerator Frigidaire GLRT183TDIC 1 Not Applicable 2
Refrigerator General Electric GTS22KC 2 Not Applicable 2
Refrigerator General Electric GRTS22KC/MARWW 2 Not Applicable 2
Refrigerator Hotpoint HTR16BBSARWW 3 Not Applicable 2
Refrigerator Kenmore 25393380 1 Not Applicable 2
Refrigerator Kenmore 654.8961720 1 Not Applicable 2
Refrigerator Kenmore 9334310 1 Not Applicable 2
Refrigerator Revco RCF252A14 1 Not Applicable 2
Refrigerator Revco ULT2330A19 1 Not Applicable 2
Refrigerator Sanyo MPR-513R 10 Not Applicable 2
Refrigerator Sanyo MPR-514 4 Not Applicable 2
Refrigerator Sanyo MPR-514R 5 Not Applicable 2
Refrigerator Sanyo MPR-1014R 1 Not Applicable 2
Refrigerator Sanyo U-2075RFW 1 Not Applicable 2
Refrigerator Sanyo Unknown 1 Not Applicable 2
Refrigerator Sanyo 8001A 1 Not Applicable 2
Refrigerator Sanyo SR-L4110W 1 Not Applicable 2
Refrigerator Sanyo MPR-414F 1 Not Applicable 2
Refrigerator Summit CM40K 2 Not Applicable 2
Refrigerator Norlake Scientific NSPR241WWG/O 1 Not Applicable 2
Refrigerator Panasonic 5RL-411OW-PA1 1 Not Applicable 2
Refrigerator Whirlpool None 1 Not Applicable 2
Refrigerator Whirlpool ETI8BKXJW00 1 Not Applicable 2

47                  
Standard Balance Scale Health O Meter None 4 Not Applicable 2
Standard Balance Scale Health O Meter 400 ADE 1 Not Applicable 2
Standard Balance Scale Health O Meter 400 DGE 3 Not Applicable 2
Standard Balance Scale Cardinal Detecto None 3 Not Applicable 2
Standard Balance Scale Seca None 1 Not Applicable 2
Standard Balance Scale Acculab VIC-303 1 Not Applicable 2

13                  
Digital Scale Cardinal Detecto 758C 3 Not Applicable 2
Digital Scale Cardinal Detecto CN20 2 Not Applicable 2
Digital Scale Health O Meter None 4 Not Applicable 2
Digital Scale Health O Meter Pro+Plus None 1 Not Applicable 2
Digital Scale Seca Unknown 1 Not Applicable 2
Digital Scale Seca 7802321138 3 Not Applicable 2
Digital Scale Seca 7802321134 1 Not Applicable 2

15                  
Therometer (equipment) Core None 2 Not Applicable 1
Therometer (equipment) Fisher Scientific/Other None 80 Not Applicable 1

82                  

Veriteq Temperature Logger Veriteq
SP-1000-22N; SP-

1400-44N 25 Not Applicable 1
25                  

Vision Test Device Good Lite A+ 600600 3 Not Applicable 1
Vision Test Device IVAC 420 1 Not Applicable 1

4                    
Opthalmoscope/Otoscope 
(Blood Pressure) Welch Allyn 767 Series 2 Not Applicable 2
Opthalmoscope/Otoscope 
(Blood Pressure) Welch Allyn 20524 1 Not Applicable 2
Opthalmoscope/Otoscope 
(Blood Pressure) Welch Allyn 74710 1 Not Applicable 2
Opthalmoscope/Otoscope 
(Blood Pressure) Welch Allyn None 26 Not Applicable 2

30                  

Total

Total

Total

Total

COMMUNITY HEALTH SERVICES (CHS) 
BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

CHS Medical Equipment Items

Total

Total

Total
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Item Manufacturer Model #
Total # of 

Items
(A)

Comments
Bidder's Service Cost 

Per Item 
(B)

Service 
Times Per 

Year
(C)

Blood Pressure American Diagnostic Corp. 6013 1 Not Applicable 2
Blood Pressure Dinamap None 1 Not Applicable 2
Blood Pressure Dinamap Pro 200V2 3 Not Applicable 2
Blood Pressure IVAC 4200 2 Not Applicable 2
Blood Pressure Omron Digital B/P HEM-712C 1 Not Applicable 2
Blood Pressure Omron Digital B/P HEM-780N3 5 Not Applicable 2
Blood Pressure Omron Digital B/P HEM-907XL 3 Not Applicable 2
Blood Pressure Welch Allyn None 6 Not Applicable 2
Blood Pressure Welch Allyn 530TP 4 Not Applicable 2

26                  
Pulse Oximeter Dinamap 400NV2 2 Not Applicable 2
Pulse Oximeter Welch Allyn OXIMAS 7.2V 1000MA 4 Not Applicable 2

6                    
Therometer (patient) Braun THERMOSCAN 1 Not Applicable 2
Therometer (patient) Core None 1 Not Applicable 2
Therometer (patient) Healthy Living TSR-6165 1 Not Applicable 2
Therometer (patient) IVAC 2090E 7 Not Applicable 2
Therometer (patient) IVAC 4200 1 Not Applicable 2
Therometer (patient) IVAC 2080A 2 Not Applicable 2
Therometer (patient) IVAC 2017 1 Not Applicable 2
Therometer (patient) IVAC None 1 Not Applicable 2
Therometer (patient) Welch Allyn SURETEMP 5 Not Applicable 2
Therometer (patient) Welch Allyn 300 Series 2 Not Applicable 2
Therometer (patient) Welch Allyn 530TP 2 Not Applicable 2
Therometer (patient) Welch Allyn 678 3 Not Applicable 2
Therometer (patient) Welch Allyn 692 5 Not Applicable 2
Therometer (patient) Welch Allyn 6021 2 Not Applicable 2
Therometer (patient) Welch Allyn 6014 1 Not Applicable 2

35                  
X-ray View Box Picker 244X 1 Not Applicable 1
X-ray View Box Picker 504D 3 Not Applicable 1
X-ray View Box Carr 2RG-S 1 Not Applicable 1
X-ray View Box Wolf 29002 1 Not Applicable 1
X-ray View Box Wolf Trimline III 1 Not Applicable 1

7                    

TOTAL 403                

Hourly Rate
(A)

Estimated  
Hours

(B)

40

40

40

Total

Total

Total

Total

COMMUNITY HEALTH SERVICES (CHS) 
BIDDER'S PROPOSED FLAT RATE SECTION

Bidder's Total 
Annual (12 Months) Cost

(AxBxC)

CHS Medical Equipment Items

For a listing of each CHS Facility location and items - please refer to Revised Attachment 1 of this Appendix C

Type of Hourly Rate

Estimated Total 
Annual Cost
(12 Months)

(AxB)

AS-NEEDED Repair Services (response and/or service performed within 24 hours of notification to Contractor):

EMERGENCY Repair Services (response and/or service provided within 4 hours of notification to Contractor):

BIDDER'S PROPOSED HOURLY RATE SECTION

EXCLUSIONS (response and/or service provided within 24 hours of notification to Contractor):

TOTAL
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Bidder's 
Name:

Section

PHL:  Bidder's Flat Rate Section Total Annual Cost
PHL:  Bidder's Hourly Rate Section Estimated Total Annual Cost

PHL TOTAL ANNUAL PRICE

Public Health Laboratories (PHL) Section

Community Health Services (CHS) Section

Bidder's Total Annual 
(12 Months) Cost

PHL AND CHS COMBINED TOTAL ANNUAL PRICE 

CHS:  Bidder's Flat Rate Section Total Annual Cost
CHS:  Bidder's Hourly Rate Section Estimated Total Annual Cost

CHS TOTAL ANNUAL PRICE
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CHS Electrical CHS Medical Equipment Items CHS Medical Device Items

CHS Facility and Location
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CHS Facility and Location

Antelope Valley Health Center
335-B East Avenue K-6
Lancaster, CA  93535

1) 0 0 0 0 0 1 0 0 1 2 1 1 0 1 0 1 0 1 1 10

2) 0 0 0 0 0 0 0 0 0 1 1 0 0 0 0 0 0 0 1 3

3) 3 1 0 3 2 0 0 3 0 9 3 0 2 5 0 2 2 2 5 42

4) 0 1 0 1 1 0 0 0 1 4 2 0 1 1 0 1 1 2 1 17

5) 0 0 1 1 1 1 0 1 0 6 1 0 0 1 0 1 0 2 3 19

6) 1 1 0 0 0 3 0 3 0 4 1 0 1 2 0 4 0 1 3 24

7) 2 1 0 0 1 2 1 0 1 10 2 0 1 2 2 1 0 2 7 35

8) 1 1 0 0 0 2 0 1 0 4 2 0 0 1 0 1 0 2 2 17

9) 0 0 0 0 0 0 0 0 0 4 1 0 0 0 0 0 0 1 3 9
DPH Pharmacy
241 North Figueroa Street
Los Angeles, CA  90012

Pacoima Health Center
13300 Van Nuys Boulevard
Pacoima, CA  91331
North Hollywood Health Center
5300 Tujunga Avenue
North Hollywood, CA  91601

Monrovia Health Center
330 West Maple Avenue
Monrovia, CA  91016

Pomona Health Center
750 South Park Avenue
Pomona, CA  91766

Santa Clarita Field Office
26415 Carl Boyer Drive
Santa Clarita, CA  91350
Glendale Health Center
501 North Glendale Avenue
Glendale, CA  91206

Antelope Valley Health Center
335-B East Avenue K-6
Lancaster, CA  93535

Central Health Center
241 North Figueroa Street
Los Angeles, CA  90012



Laboratory and Clinic Equipment and Medical Device
Maintenance, Calibration, and Repair Services IFB

Revised Appendix C - Attachment 1
Community Health Services - Facility Locations and Item Inventory

Appendix C - Bidder's Pricing Sheet (Attach 1) 2 of 2

CHS Electrical CHS Medical Equipment Items CHS Medical Device Items

CHS Facility and Location
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Hollywood/Wilshire Health Center
5205 Melrose Avenue
Los Angeles, CA  90038

CHS Facility and Location

10) 1 1 0 0 0 2 0 2 0 2 1 0 3 5 0 7 0 1 1 26

11) 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

12) 0 0 0 0 0 1 0 0 0 2 1 0 0 0 0 0 0 1 1 6

13) 0 0 0 0 1 1 0 0 0 4 1 0 2 0 0 0 0 1 2 12

14) 0 1 5 13 1 3 0 1 4 8 2 1 11 4 4 4 0 2 5 69

15) 0 1 2 1 1 2 0 1 2 6 2 0 3 1 0 4 0 3 2 31

16) 0 2 1 5 1 1 0 1 4 7 2 2 1 1 0 4 1 2 4 39

17) 0 1 2 3 1 1 0 0 2 9 2 0 5 2 0 5 3 2 6 44

8 11 11 27 10 20 1 13 15 82 25 4 30 26 6 35 7 25 47 403TOTAL

Simms/Mann Health Center
2509 Pico Boulevard, Room 325
Santa Monica, CA  90405

Ruth Temple Health Center
3834 South Western Avenue
Los Angeles, CA  90062
Martin Luther King, Jr. 
Center for Public Health
11833 South Wilmington Avenue
Los Angeles, CA  90059

Torrance Health Center
711 Del Amo Boulevard
Torrance, CA  90502

Curtis Tucker Health Center
123 West Manchester Boulevard
Inglewood, CA  90301

Hollywood/Wilshire Health Center
5205 Melrose Avenue
Los Angeles, CA  90038

Leavey Health Center
522 San Pedro Street
Los Angeles, CA  90013

Whittier Health Center
7643 South Painter Avenue
Whittier, CA  90602
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